The real-time binding curve plotted from the measurement results for H5N1 antibody detection with the phase-intensity surface plasmon resonance biosensor is as shown in Figure S-1. As shown in the figure, the binding curve is in negative slope (i.e. decreasing trend) for direct measurement. It matches with the sensor characteristic given by the sensor response curve in Figure 4 (voltage signal decreases with increasing refractive index). At the bio-sensing experiment, the binding of bio-molecules increases the effective refractive index on the sensor surface and decreases the voltage signal.
The revised binding curve shown in Figure S 
